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(Keep these instructions for reference) 
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Meets CDC guidelines for Mycobacterium tuberculosis. 


exposure control. 


A8107/A8107S/A8107V/A81070 | 
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This respirator helps protect against certain particulate contaminants but 
does not eliminate exposure to or the risk of contracting any disease or 
infection. Misuse may result in sickness or death. For proper use, see 
supervisor, or User Instructions, or write to: 


Sik EAT i DR ER 45 A eA IB 
18/F,Qiangsheng Mansion, 145 Pujian Rd. 
Pudong New Area Shanghai 200127,China 

14 i/TEL:86 21 50898822 
{4 1L/FAX:86 21 50398306 
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i BE FELG/IMPORTANT: 


RFE, WP eH le JE A CTT) = I FD 
Before use, the wearer must read and understand these User Instructions. Keep 
these instructions for reference. 


#i/Description: 


‘A81078A8107S8A8107V&A810708A8108L.&A8107VL 2 (fit Hl ACEC TH AUR EH eS 
Bai AT ASE Hh GARE. SL IE BH Fg 95% OR FAURE. Bia th 
AEDES APSR. ET DLA AE AST) A} PSTD. 2h JE a PR a A A 

‘The AB1078A8107S&A8107V&A810708A8108L&A8107VL Particulate Respirator Mask is designed to 
help provide respiratory protection fr the wearer. This product has a fier efficiency level of 95% or greater 
against, particulate aerosols free of ol .Itis fluid resistant, disposable and may be worn in surgery. It can 
fita wide range of face sizes. This product contains no components made from natural rubber latex. 
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‘The AG109V Particulate Respirator Mask is designed to help provide respiratory protection forthe wearer. 
This product has a filer efficiency level of 95% or greater against, particulate aerosols free of oll .Itis 


fluid resistant, disposable and may be worn in surgery. It can fit @ wide range of face sizes. This product 
Contains no components made from natural rubber latex 


/1]32/Intended Use: 
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ite te, ot in HRSG AR HRED « TRL a r  tCE NIBFE >99%., 
Ths product meets CDC guidelines for Mycobacterium tuberculosis exposure control. As a respirator, itis 
intended to reduce wearer exposure to certain airborne particles ina size range of 0.1 to >10.0 microns, 
including those generated by electrocautery, laser surgery, and other powered medical instruments. AS @ 
surgical mask, itis designed to be fluid resistant to splash and spatter of blood and other infectious 
materils;when wor properly and in combination with protective eyewear, it complies with the OSHA 
BloodbornePathogens Standard, It also provides > 99%BFE against wearer generated micro - organisms. 


4¢ k/Contraindications: 

HELM FE. 1S EAT 2 LA, I AT LA 
THE ARAL. OSHA ERE Ste MIR TENE 

Not fr industrial use, Not fr use with beards or other facil hair that prevents drect contact between the 


face and the sealing surface of the respirator. OSHA has not set a permissible expasure level for airborne 
biohazards, 





421] ULH]/Use Instructions: 
1. fe MRFIRPOLM RE. Wate MFASHA 29 CFR 1910 fi/31910.134 ff ifiHF Rb 
Jib, MENA. UAE SHR. EMEA, WAU COADMIERIER. 
Before Use for respiratory protection, a wilten respiratory protection program must be implemented 
‘meeting al requirements of OSHA 29 CFR 1910. 139 andlor 1910.134 such as medical evaivation, 
traning ang fit testing. In Canada,CSA standard 294.4 requirements must be met. When used ony 
a5 a surgical mask, i testing isnot requires 
2, CMLL SER, OPER UE EATEN a 

sete AE 5 

Respirator may be used until damaged, breathing becomes dificult, or contaminated with blood or 

dy Tids. Otherwise, may be stored and reused according tothe fecly’s infection contol policy 
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SEB BE He 
Filtering facepieces are to be inspected prior to each use to assure there are no holes in the breathing 
zone other than the punctures around staples and no damage has occurred. Enlarged holes resulting 
from ripped or torn filter material around staple punctures are considered damage. Immediately replace 
respirator if damaged. Staple perforations do not affect NIOSH approval 





4. MPSA AEA, Ceti ROH iE ae 
Discard after every use when used for surgical procedures. 

1 ARYB42 CFR 84 10, STR ACRE TT AMR CGE SEH eI CA) 
Tested against a 0.3 micron particle (count median diameter) per 42 CFR 84, 

















(iL iS. V]/FITTING INSTRUCTION: 


FRE OHI Ls HLS HEH 
Must be followed each time respirator is worn. 


LUPE CTE, BA 3 AEST H te  AL 
MILA FA Ra Poa PHRAPIABE, HAL 
Cup the respirator in your hand, with the Ri. 
nasepiece at your fingertips, allowing the 

3 Place your fingertips from both hands atthe top ofthe 
hescoands ko hg freely below your hand metal nosepiece, Using two hands, mold the nose area 

2. ROLL. SMA F ES Bi. to the shape of your nose by pushing inward while 
‘Ubu IHL... Geld LAIST Moving your fingertips down bath sides of the nosepiece 
OTA, AR MALAI, HES 
(eb AEE RU PAR H 
Position the respirator under your chin with ne 
the nosepiece up. Pul he top strap over your 
head resting it high a the top back of your 
head, Pull the bottom strap over your head and 
poston it around the neck below the ears. 

1, CARRIE eee. A WR ABABA A 
WEAR ED f rte 1g BEAR 3 
ne ‘ wAGiy Et. te (A BUTI 
Mayes. Ot. B 
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TTA. UR Ee Oe 
1 HEE PRONE ra 
Perform a User Seal Check prior to each wearing 
To check the respirator-toface seal, place bath 
hands completely aver the respirator and exhale. 
Be careful not to cistur te postion ofthe 
respirator. I at leaks around nose, readjust the 
nosepiece as described instep 3. If ai leak at 
the respirator edges, work the straps back along 
the sides of your head 


4 4s ik Y1/REMOVAL INSTRUCTIONS: 
SHURE 2, SR RR AR DLOEETI 
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See step 2 of Fitting Instructions and cup respirator in hand to maintain postion on face, Pull botlom strap over 
head. Sill holding respirator in position, pull top strap over head and remove respirator, 
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GPE RERR AE. AGATE ae 
Pinching the nasepiece using one hand may resultin 


improper ft and less effective respirator performance, 
Use two hands, 
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Iyou CANNOT achieve proper seal, DO NOT enter 
the isolation or treatment area, See your supervisor. 
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NOISH i iiE/NIOSH Approved 
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N95 & N99 


BEAD 195% & 99% 
At least 95% & 99% filtration efficiency against solid and liquid aerosols that do not contain oil 











TS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 


“70SH 






“70SH 


“THs RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 








Te Protection 















































iW Allapproved esis shal 
N-Nevor substitu, medi 28 oF omit pars, Use ony ora 





P- NIOSH doesnot eva respira fo urea surgical ma 


A Not for us in atmaspheres containing less han 19 percent oxygen 
1B Notforue in smonparesenmaditl dangarou os or neath, 
(Ca it exosd imum se concer esabishad by replay standards 
4 -Falre to propery use and maintain is produ coud est ini 
psaleted, lod cad and manaines i scrortance wih MSHA OSHA, ad ater appsble eguatons 
pars in the configuration 98 spaced by tha anutactire. 
10 Refer fousersinebucton, andar marterance manuas for armatan on se an maintenance of here espa 























Respirator ‘ations and Limiatons Te Protection Resprater Cautions and Lifatons 
S107 ‘ABI07O. 
EE] = x ERNE EE] oy x RN 

4. PROTECTION 1. PROTECTION 

NOS Particulate Fitor (95% recency NSS Particulate Fitor (95% fir efcency 

Teal) affect apna paris erssls Teal) affect agains paris aerssis 

fre flume use etic may app fre of one ee eticos may 296 
2, CAUTIONS AND LIMITATIONS 2. CAUTIONS AND LIMITATIONS, a 


‘A Not for us in tmaspheres containing fess han 105 percent oxygen 
'B Notforue in smoapares ened dangrou os r neath, 

(C-Do nt exceed maximum se concetatenseslabished by ego sansa 

4-Falie fo propery use and alan ths produ! cou est nyo” doth, 

iu Allapprove resales eral be elect led, ved, and maintains in secoreance wih MISHA.OSHA, snd oar appcatereguatons 
NN-Nevor subst, med 983 fom parts, Use ay exact replacement pats nthe congo a spaced ty the manufacture. 

10 Refer fousersineructons, andr marierance manus for armaton on use an maintenance espiaos 
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‘THs RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 


‘OSH 





P-NIDSH doesnot evuaa respirators for use ae sugieal masks 


‘THs RESPIRATOR 1S APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 






































N96 Particulate Fiter (95% er ecieney 
Tow efecto apne pars aerosie 
fre fo be use restictons may app 








2. CAUTIONS AND LIMITATIONS 


A Not for ue in tas 
8 Natfaruse nsmospares mediately dangarou oso 
(Dantes mum use 








(Rete tou 


-catanng les than 1.8 percent oxygen, 


reentatonsesabished b regulatory standards 

4-Falue fo ropery use and maintain is product cou esut 

iu-Allapproved estos shal be selected ed, ved, end mainland in secoreance wih MISHA OSHA, ad ote ap 

NN-Never subs, ody 8 fom pats, Use ony era repacamen ats inthe coviguraton a spaced by the manure 
sinstcons, andor mainloranca anual or norman on so an maintenance of ese espa 

PP- NIOSH doesnot evauats respi fo use as sual masks 


TE Protection Respirator Cautions and Linatons Te Protection Respirator Cautions and Lintatons 
‘ASIO7V ABIOTS 
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41 PROTECTION 11 PROTECTION 








'N9S Particulate Fiter (65% Mr efeiency 
Tov! electve apie para aerosls 
fre fol une use restictons may app 











2. CAUTIONS AND LIMITATIONS 
‘A Not for uso in tmasphore containing ss than 195 percent oxygen 
8 Notforue in smosparessmmadiatly dangerous or neath, 
(Ca nt exec maximum sa concenatne estaba 
4-Falue to ropry use and maintain is product cou est nay of 
iu-Allaproved esiators shal be selected ed, wed, end maintained in secordance wih MSHA OSHA, sd ote appa regulations 
NN-Never subs, mod 8 oF om pts, Use ony era repacamen parts nthe coiguraon a spotted by the manuacturer 
(0-Reterfoutersineructons, andar marirance ana forarmaton on use an maintenance of ese espa 























THIS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 


T70SH 





P- NIOSH doesnot evauas respirators for use as sical masks 






THIS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 












































‘0 Refer fo usersinetuctons andar mantnance manu 


(Do nol exceed maim use eoncitatonsesabished by epltory standards 

4 Fare to propery veo and maintain is podut cai result nmr or death, 

iW Allpproved resisters eval be elated te, ved, and maintain in seoréanca wah MSHA,OSHA, and otter apiaberagultons 

IN-Never subse, medi ad. oF om pars. Use on exact rplacament pas nthe confguran as spaced by te manufacture. 
ernforaton on usa and maintenance of tate resp. 

P- NIOSH doesnot east respirators or use as srl masks 














Te Protection Respirator Cautions and Liatons Te Protection Respirator Cautions and Liatons 
-ABIOL. ‘ABOVE 
Sa 1s, z SRN ERR, Ta x TEEN 

4. PROTECTION 4. PROTECTION 

'N9S- Particulate Fier 95% Mer efelaney 'N9S- Particulate Fier 95% Mer efeaney 

leva aectve agains parse aerosols Tol atectve agains parse aerosols 

fra fa te ee ete may ep) fre fa ta eae vette may 6) 
2. CAUTIONS AND LIMITATIONS. 2, CAUTIONS AND LIMITATIONS, 
‘A Nat for us i atmospheres containing lass than 195 pereent oxygen ‘A- Nat for us i atmospheres containing lass han 195 parent oxygen 
B: Notforuse in amesphorss mediately dangerous ie ones, 


1 Do not exceed maim ue onzatatons exabished by eglioy standards 

1 Fail le prope use and maintain is podut cal result nmr doth, 

iW Allapproved resisters shall be elt te, vd, and maintained in seoréanca wih MISHAOSHA, and otter aplaberagultons 
N-Never subst, med ad or om pars. Use on exact rplacament pais nthe configuran as spaced by te manuacure 
'D-Referfousersinseucions andr martenance manus for ormaton on sean malteance of hes expos 

P- NIOSH doesnot east respiaiors or use as srical masks 




















THIS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATION: 


TiOSH 






































(C-Da nt exonad manu se concen 
4-Fallue propery use and aitan is product cul est 








Te Proteation Respirator Cautions and Uiniatons 
“ADTOBV 

Sea oo x SRE 
11 PROTECTION 

'N99- Particulate Fitor 09% for efeensy 

Tol aflecve asia arcuate aerosis 

{tes fo: oe ue recto may 206) 
2. CAUTIONS AND LIMITATIONS. 
|A- Not for us in atmospheres canting fess than 195 parent oxygen 
B- Notfaruse in atesphares mmmadiatly dangerous tf or neath 


stabised by regulatory sansa, 


iW altoproved espotors shale selected ld, ved, and mailined in ecoréance wih MSHA.OSHA, ander appeaberagustions 
N-Never subst, mol 98. fom parts Use any era repacamen parts nthe configuration a spc by tho manufacture 

(0- Refer in utersinseucton, andr rarierance anus for erator on use an maine of bese espa 

NIOSH doesnot evatuaorspralor for use ab sual masks 











